Technical aspects in ultra-large corneal grafts.
The larger the corneal graft, the more difficult is the excision of the button and especially suturing of the graft. The instruments and microsurgical unit are adapted to size and dimensions of animal surgery. The mathematical correlation between the diameter of the graft, the thickness of the cornea, and the length of the wound edges and suturing material can be calculated.